A novel frequency-domain multiplexing system has been developed for in vivo measurements of rapid cerebral hemodynamics. The instrument operates in the frequency-domain with three optical wavelengths, six source positions, and two detectors. Frequency-division multiplexing was used to modulate three wavelengths 690, 786, and 830 nm at slightly different frequencies around 70 MHz. The three laser output beams were combined and switched into different source positions by use of fast optical switches switch time 10 ms. Three narrowband, in-phase and in-quadrature demodulators decode the modulated signals. Our full-frame-acquisition rate is 2.5 Hz, with flexibility for acquisition rates greater than 50 Hz with smaller detection areas. We evaluate the performance of the instrument with tissue phantoms, and then employ the system to measure in vivo cerebral blood oxygenation during forepaw stimulation of a rat's brain.
Introduction
Near-infrared NIR light provides an attractive means for noninvasive monitoring of tissue absorption and scattering. Diffuse optical tomography DOT, for example, employs multiple wavelengths in the NIR to derive low-resolution images of total hemoglobin concentration HbT, tissue blood oxygen saturation StO2, and other tissue optical properties that can be related to metabolic activity.
Recently, there has been growing interest in NIR methods for investigation of brain activation in animal models [1] [2] [3] [4] [5] and humans 6 -10 during various stimulation paradigms. NIR spectroscopy and its imaging mode, DOT, are proving suitable for these measurements as a low-cost, portable, and flexible modality that complements methods such as functional magnetic resonance imaging. [11] [12] [13] The diffuse optical scheme holds promise for fundamental stud-ies of neurovascular activity in animal models and for bedside monitoring of humans.
To achieve this promise it is desirable to obtain high spatial resolution images rapidly at several optical wavelengths. Speed is required to observe the rapid spatiotemporal metabolic activity in the brain. Provocation by exercise, 14 vasoactive agents, 15 and electrical stimulation 16 can produce flow changes in the cerebral vasculature within a few seconds or less. Moreover, the microvascular perfusion of tissue exhibits significant spatial and temporal variations even at rest. 17 Instruments with high temporal resolution permit the measurement of these rapid changes, but, as always, there is a trade-off between spatial, spectral, and temporal resolution.
In the past, we have developed several instruments for DOT and for blood flow measurements. For example, we have recently built a hybrid instrument that combines two NIR diffuse optical techniques; diffuse photon density wave DPDW spectroscopy for total hemoglobin concentration and oxygenation, and diffuse correlation flowmetry for cerebral blood flow CBF. Time-division multiplexing TDM was employed to optically switch 4 wavelengths and 12 source positions consecutively. The instrument required 2.5 min to obtain one image; 1.5 min for the DCS measurement with one wavelength 800 nm and four detectors; and one min for the DPDW measurement with three wavelengths, 12 source posi-tions, and 4 detectors. We employed this hybrid instrument to measure in vivo cerebral HbT, StO2, and CBF dynamics of a rat's brain during hypercapnia, hypoxia, cardiac arrest, and ischemia. 18 -22 The instrument was appropriate for monitoring slow dynamic processes but was unable to monitor fast metabolic activities such as the rapid changes of oxyhemoglobin HbO2 and deoxyhemoglobin Hbr concentration in the rat somatosensory cortex during periodic electrical forepaw stimulation. The primary concern addressed in this paper is improved fast NIR spectroscopic imaging.
Three major experimental techniques are currently employed for these types of experiments. Continuous-wave cw spectroscopy is the simplest technique, but separation of absorption and scattering can be difficult with amplitude information only. 23, 24 The main advantage of the cw system is its ability to achieve high frame rates. Time-resolved systems TRSs and frequency-domain DOT systems contain more information per source-detector pair, since they measure the amplitude and temporal delay or phase shift. The additional information facilitates better separation of absorption and scattering. TRSs have potentially the highest information content, but they require significant averaging time to 25, 26 optimize the signal-to-noise ratio SNR.
For example, a TRS with 32 source positions, 32 parallel detection channels, and 2 wavelengths requires 10 to 20 min to acquire one image frame. 26 Frequencydomain systems are low-cost alternatives to the more expensive TRSs, and can have superior stability over time while still allowing for separation of absorption and scattering changes. Frequency-domain systems were shown to be capable of reconstruction images of absolute scattering and absorption for better quantification of tissue physiology. However, most of the current imaging instruments in the frequency domain for DOT feature relatively long acquisition 5, 7, 27 times more than 30 s.
TDM can be used to encode each source, detector, or wavelength and thus performs many measurements nearly simultaneously to increase the dataacquisition rate. Franceschini et al. 28 reported a fast imaging system in the frequency domain with 8 source positions, 2 detectors, and 2 wavelengths in which 16 laser diodes were used. Sixteen laser diodes two wavelengths were electronically timedivision multiplexed at a rate of 100 Hz 10 ms on time per diode, yielding a frame-acquisition time of 160 ms 6.25 Hz. Wolf et al. 29 have recently reported a fast instrument that works in the frequency domain with four source positions, four detectors, and one wavelength and that utilizes the TDM method to change the source positions. The sample rate for one frame was 96 Hz in this case.
To reduce the image-acquisition time even further, several groups have employed frequency-division multiplexing FDM instead of the TDM to access source positions, wavelengths, or both in their cw systems. 30 -32 Siegel et al. 31 used the FDM technique to derive one cw image with eight source posi-tions, eight detectors, and two wavelengths in 0.5 s 2 Hz. Schmitz et al. 32 developed a similar cw instrument that provides one image with 25 source positions, 32 detectors, and 1-4 wavelengths in 0.37 s 2.7 Hz.
Thus far only one instrument in the frequency domain has employed FDM. Yang et al. 33 described a dual-wavelength homodyne system that employs the FDM method to determine the optical properties of tissue. They tested this system using Intralipid and ink, and they evaluated the accuracy of the instrument in vitro for determining hemoglobin saturation at a rate of one data point per minute with a single source-detector separation. The spatial, spectral, and temporal resolutions of their system were inadequate for in vivo DOT imaging. Nevertheless, they demonstrated that the FDM technique could reduce the measuring time for frequency-domain devices significantly, at the cost of moderate increased expense and complexity.
In this paper, we introduce a combination of TDM and FDM to acquire rapid images in the frequency domain. The FDM coding of spectral wavelength has no temporal skew; errors typically caused by channel-to-channel delay in the case of the TDM are reduced, and the acquisition time is significantly shortened. We then combine this method with TDM to optimize instrument size and cost through sharing of detection electronics, electronic switches, and fast optical switches. In this paper, we describe an extensive characterization of a prototype Generation I instrument. The Generation I device operated with three wavelengths, six source positions, and two detectors, achieving a full-frame rate of 2.5 Hz with adequate SNR during in vivo measurements of rat brain stimulation. This device enabled us to rapidly localize the activation region and then carry out higher-speed 20 Hz measurements using one source and two detectors. We stress the flexibility and modularity of the instrument by outlining a method to increase the number of sources and detectors while keeping relatively high frame-acquisition rates. Using this basic approach, we have recently built a Generation II system with 5 wavelengths, 16 source positions, and 4 detector channels multiplexed to 8 detectors. We have also characterized this system, albeit to a much lesser degree than Generation I. We report its dynamic range and noise-equivalent power NEP. Finally, a comparison of DOT instruments in the frequency domain is given.
Instrument Design

A. Frequency-Division Multiplexing Method
A schematic of our FDM system is shown in Fig. 1 . The FDM method simultaneously codes for three laser diodes operating at 690, 786, and 830 nm respectively. Each wavelength operates continuously, but at slightly different modulation frequencies 1 , 2 , and 3 around 70 MHz with modulation frequency differences of 30 kHz. The modulated light sources are combined and introduced into the turbid Fig. 1 . FDM system with three wavelengths 690, 786, and 830 nm, six source positions S1, S2, . . . and S6, and two detectors D1 and D2. Three oscillators 1 , 2 , and 3 drive three laser diodes and provide the reference signals to three demodulators I&Q 1, I&Q 2, and I&Q 3. medium by optical fibers. The reflected or transmitted light from the turbid medium contains three signals and is detected by an avalanche photodiode APD. Three in-phase and in-quadrature I&Q demodulators working at center frequencies 1 , 2 , and 3 , are used to decode the superimposed signals in parallel. Two low-pass filters with an 80-Hz cutoff frequency were used to obtain the dc components, in-phase I idc A i cos i and in-quadrature Q idc A i sin i , from the outputs of the demodulators. Here i 1-3 represent particular wavelengths, i is the phase shift, and A i is the ac amplitude of the measured DPDW. The amplitudes and phases of the DPDW can then be determined 34 :
The DPDW amplitudes and phases are then analyzed to extract bulk optical properties s and a or their spatial distribution. Here a is the absorption coefficient and s is the reduced scattering coefficient. Use of multiple wavelengths and the extinction coefficient spectra of tissue chromophores such as HbO2 and Hbr enable us to compute blood oxygen saturation and HbT.
B. Hemoglobin Concentrations and Image Reconstruction
In this paper, we employ a method that directly fits for the hemoglobin concentrations using a priori information about their spectra. We have previously shown that this approach reduces the interparameter cross talk and therefore improves quantitative information. 35 We normalize the data with the baseline amplitude and phase, and we assume baseline blood oxygen saturation, HbT, and scattering values from the literature of 50%, 100 M, and 15 cm 1 , respectively. 4, 36, 37 This process allows us to obtain relative changes in chromophore concentrations. In the calculation, we define and minimize Here m t is the measured fluence and c t is the calculated fluence at time t. They are normalized by the baseline fluence at time t t 0 . The sum is over the source-detector pairs and all wavelengths. The calculated fluence is determined with a semiinfinite model at the fitted values of a given iteration. We use the Nelder-Mead simplex direct search method implemented in the MATLAB function "fminsearch" to fit for the unknowns by minimizing 2 . We then calculate blood saturation and HbT from the relevant hemoglobin concentrations. We have also investigated the dependence of the fitted results on assumed baselines over a large range e. g., blood oxygen saturation was varied between 40% and 80%. The relative concentration changes depended minimally on the assumed baseline values over the physiologically expected range.
Differential image reconstructions were obtained with a linear Rytov approximation approach with Tikhonov regularization. Only intensity data was employed to reconstruct absorption perturbations at each wavelength. 38 These low-resolution images enable us to localize the strongest response to forepaw stimulation.
C. Instrumentation Figure 1 shows a diagram of the instrument. The instrument represents a compromise between temporal and spatial resolution. Based on these considerations as well as circuit simplicity, cost, and instrument size we combined the FDM and TDM methods.
With the FDM method, three low-noise rf signal oscillators 70 MHz, 13 dB; Wilmanco, Ventura, California, drive three laser diodes, 690 nm HL6738MG, 30 mW; Hitachi, Tokyo, Japan, 786 nm DL7140-201, 70 mW; Sanyo Semiconductors, Richmond, Indiana, and 830nm HL8325G, 40 mW; Hitachi, Tokyo, Japan at slightly different modulation frequencies 70. with the output of each I&Q demodulator to filter out all high-frequency signals. The six channel signals one detector channel three decoders two are then digitized by a 16-channel 16-bit data-acquisition board PCI-6032E; National Instrument, Austin, Texas. One frame three wavelengths, six source positions, and two detectors with signal averaging times of 20 ms can be obtained in less than 0.4 s with this new instrument. The data-acquisition time per source-detector per wavelength of this instrument is a factor of 50 times shorter than that of our previous device. 18 The hardware was modularized according to function; for example, the lasers, detectors, switches, I&Q, and low-pass filters, were kept in different nuclear instrumentation boxes NIM BIN. NIM BIN modules adequately isolated rf signals, keeping the instrument noise low. This design also provides flexibility for enlarging the number of source-detector pairs in the system by increasing the APDs and optical switches.
Evaluation of System Performance
A. Instrument Performance Characteristics
The experimental evaluation of the Generation I system performance is shown in Table 1 . The offset and offset noise in this type of rf circuitry are derived from the voltage readout when no sources were turned on.
The offset noise 5 V was minimized by careful shielding of all the components. An offset of 1 mV was measured at the beginning of each frame and subtracted from the signal. The NEP was determined by converting the offset noise level to units of power by use of the measured linearity curve.
Measuring the dynamic range of the instrument required attachment of a variable optical attenuator to the source fiber, and the amplitude and phase of the transmitted DPDW through a tissue phantom was recorded while the source strength decreased. The power was measured with an optical powermeter. This measurement was done for powers ranging from well above saturation to deep into the noise. The dynamic range of the system consisted of the following: the region where the deviation of amplitude is less than 1 % and the phase error is less than 1° from the least-squares-fit line. Figure 2 shows one measurement of the dynamic range amplitude only, at 786 nm. The voltage range amplitude in vertical axis defines the dynamic range 70 dB.
Interchannel cross talk was measured by looking at the largest change among the other channels while one single channel was driven across the whole dynamic range. The long-term stability measurement was taken on a static and homogeneous phantom for 30 min.
Results shown in Table 1 indicate we were able to achieve good system performance characteristics. Our NEP NEP 2 pW is reasonable compared with the specified NEP of the APDs. A dynamic range of 70 dB is similar to other instruments 18 and is adequate for imaging the rat brain with our sourcedetector arrangement 50 dB, refer to Fig. 3 . The interchannel cross talk of 40 dBmV is much less than the expected signal variations resulting from rat brain activation, and is therefore sufficient to achieve adequate SNR. The long-term stability of the in- strument is attractive since some studies require continuous long-time data acquisition. The temporal response is adequate for most measurements and can be improved by trading off with increased noise.
B. In vivo Measurements of Somatosensory Cortex Activation by Forepaw Stimulation on rat brains
To verify the system efficacy in vivo, we used the instrument to measure blood oxygen changes in the rat somatosensory cortex during periodic electrical forepaw stimulation. The arrangement of the measurement system is shown in Fig. 3 . Adult rats 300 -350 g were anesthetized with halothane 1% to 1.5% in a mixture of 70% nitrous oxide and 30% oxygen. An arterial catheter was inserted to monitor the blood pressure and heart rate and a catheter was inserted into the femoral vein for drug delivery. The body temperature was maintained at 37 °C with a temperature-controlled heating pad. After a tracheostomy, the animal was placed on a mechanical ventilator, and the head was secured in a stereotaxic frame to reduce motion artifacts. The scalp was reflected to avoid the furinduced distortion onto the NIR signals. After the surgical procedures, halothane was withdrawn and anesthesia was maintained with -chloralose 60 mg kg, followed by supplemental dose of 30 mgkg every hour. A periodic electrical stimulation signal 5 Hz, 2.0 mA was applied to the median nerve between the forepaw to produce a localized neuronal activation of the brain. The source cross and detector circle optical fibers assembled on a noncontact probe were arranged in a two-dimensional planar pattern as shown in the left part of the Fig. 3 .
Initially, measurements were taken at 2.5 Hz frame-acquisition rate with six source positions and two detectors. A series of images were obtained to locate the response area stimulated by forepaw stimulation. Figure 4 shows three images of relative absorption coefficient changes at 690 nm before 4 s, during 5 s at peak response, and after 25 s forepaw stimulation 8-s stimulus duration with an intrastimulus time of 30 s. The images show that the response area is at the area around the source position 4 S4 and the two detectors D1 and D2. When the source-detector pair was identified with a strong differential signal, further measurements were taken at 20 Hz with that source position and two detectors i.e., S4, D1, and D2, 3 mm apart. Measurements at three wavelengths 690, 786, and 830 nm were used to extract hemoglobin concentrations and blood oxygen saturation by means of the method discussed above. Figure 5a shows the relative concentration changes of the HbO 2 and Hbr, and Fig. 5b shows the relative concentration changes of the HbT, induced by a series of stimulations. The stimulus duration was 8 s with an intrastimulus time of 30 s. The stimulus frequency was 5 Hz at 2 mA. Data was collected at 20 Hz with one source and two detectors S4, D1, and D2. The corresponding change of StO2 is shown in Fig. 5c . During the stimulation, the HbT increased 5-7 M from baseline, whereas the StO2 increased 9%-11% relative to baseline. The
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Instrument Fig. 4 . Two-dimensional images of relative absorption coefficient-at 690 nm are reconstructed 2 mm below the top of the skull. A decrease in absorption at 690 nm due to a decrease in deoxyhemoglobin concentration is apparent in the middle image S4, D1, and D2, taken at peak of stimulus response 5 s after stimulus onset. Left and right images correspond to baseline 4 s and recovery 25 s periods, where t 0 is the stimulus onset. Circles represent detector positions, and crosses represent source positions.
average half-width half-maximum of the peaks was 4.5 s. The short-duration, small-amplitude response signal induced by forepaw stimulation required the measurement system's high sampling rate, low-noise, and long-term stability. The results shown in Fig. 5 demonstrate that our instrument was able to achieve good SNR SNR 10 and dynamic sampling 20 Hz. We also measured the relative change of StO2 during periodic forepaw stimulation of either 8 or 4 s. Figure 6 shows changes of StO2 induced by two different stimulus durations 8 or 4 s. Data was collected at 20 Hz with one source and two detectors S4, D1, and D2. The average delay to response, defined as the latency from stimulus onset to initial response, was 2 s for both of the two stimulation series. Note that longer stimulation 8 s causes an activation response consisting of an initial peak followed by a plateau, whereas the 4 s stimulation led to a peak response only. Increasing the duration of stimulation to 60 s produces a more prolonged response with a distinctive initial peak, followed by a plateau that slowly decreases toward the baseline level during the second half of the stimulation period not shown. These temporal characteristics demonstrate the temporal resolution of our device and are consistent with studies in which laser Doppler 39 and O 2 microelectrodes are used. 40 Our probe, of course, provides spatial information too, an important advantage for DOT.
Summary and Discussion
A. Summary
We have demonstrated a fast, low-cost, multiwavelength, multi-source-detector Generation I diffuse optical tomography system in the frequency domain combining frequency-division-multiplexing and TDM techniques. The combination of two multiplexing methods and the modularity of hardware provide us with flexibility to trade-off measurement time, number of source-detector pairs, and cost. 
B. Outline of a Higher Temporal and Spatial Imaging System Generation II
The modular instrument design makes possible the enlargement of our current system. Having successfully built and evaluated the instrument discussed above, we are now developing imaging systems with higher temporal and spatial resolution. Our Generation II system combines FDM and TDM into one instrument with 5 wavelengths, 16 source positions, and 8 detectors operating in the frequency domain. 41 With the FDM method, five wavelengths 675, 786, 830, 860, and 980 nm are modulated at five different frequencies, whereas with the TDM method, the modulated light is switched into 16 source positions by optical switches. Four detector channels are multiplexed to eight fiber-coupled APDs by use of eight electronic switches TDM to cut down detection hardware costs and instrument dimensions. Each detection channel consists of five narrowband I&Q demodulators to decode the five modulated signals. The total 40 channel signals 4 detector channels 5 decoders 2 are collected by a 64-channel 16-bit data-acquisition board. One frame 5 wavelengths, 16 source positions, and 8 detectors with signal averaging times of the order 20 ms can be obtained in less than 1 s 1 Hz. This novel design provides great flexibility to balance the temporal resolution and spatial resolution as source-detector pairs can be easily selected by software without changing any hardware. Table 2 lists different possible temporal and spatial resolutions achieved by the Generation II system. The highest data-acquisition rate depends on the measurement time for each source-detector pair and on the temporal response of the system 80 Hz. To reduce the noise level and increase the dynamic range of the current instrument, we use 20 ms dwell time to average the detected signal for each source-detector pair; thus, the highest dataacquisition rate of our instrument is 50 Hz. The design is very modular, allowing addition and removal of sources, detectors, and wavelengths by simple swapping of different NIM BINs. We evaluated the performance of the Generation II system using the same method as described for Generation I, and we achieved similar results shown in Table 1 : the NEP 10 pW, dynamic range 70 dB, interchannel cross talk 40 dBmV. The instrument is further optimized and animal studies are underway for in vivo verification of the system efficacy.
C. Comparison of Some Instruments for Diffuse Optical Tomography
Many groups have attempted to get DOT images with high temporal and spatial resolution. Some characteristics of recent instruments in the frequency domain are listed in Table 3 . We use data points source numbers detector numbers wavelengths and data-acquisition rate data points per second to characterize spatial, spectral, and temporal resolution.
Comparing the instruments shown in Table 3 , it can be seen that the instruments by Wolf et al. 29 1536 Hz, Franceschni et al. 28 200 Hz and Yu et al. 41 90 Hz can be used for monitoring rapid processes in the brain. Note that the dwell time of our Table 3 
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Yu et al. 41 Franceschni Yu et al. 41 Wolf Systems et al. 27 Dwell time is much larger than 20 ms because source-detector separations are larger for breast measurements. All of the other instruments are designed for the brain and thus have shorter dwell time. instrument for each source-detector pair was 20 ms, more than double that of the other two instruments. For greater spatial and spectral resolution, the instrument of McBride et al. 27 1280 data points and our Generation II system 640 data points 41 with 16 source positions, 8 detectors, and 5 wavelengths, are much higher than others. The data-acquisition rate of our Generation II system 640 Hz is 15 times higher than that of McBride et al. 27 42 Hz, see footnote in Table 3 about this comparison.
